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Gang dric (x6m)

7100 kglm3
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DLVN 286:2015
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CALIB RATIOIV CERTI FICATE

sii (No); DLV.MC.45.l9

il6i tnqng (object): eui c6n chu6n
(Type): C6 h6c diOu chinh

xult t M a nulac r urerl.. ViQt nam

trung k! thu{t ilo lvimg (Specification):

6i luong danh nghia (Nomimal mass):

chinh x6c (Accuracy):
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6i lugng ri€ng (Density):
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This cqlibration certiJicatc shall not be reproduced except infull, without the consent ofthe Viet Metroloty Technical
s tandard compa nv I im it ed



xrr euA HIEU cnuAN
(Dinh kdm gi6y chring nh$n hiQu chuAn s6: DLV.MC.45.19)

CALIBRATION RESULTS
(Calibration CertiJicate No: ELV.MC.4 5.19)

DQ kh6ng

tIAm b6o do

(Uncertainty)

k)

Sai s6 cho

ph6p l6n nh6t
(mpe)

8)

quy u6c

(Conventional

mass)

(c.)

Kh6i tuqng

danh nghia
(Nominal value)

8)

TT/56 Serial
(Serial lf )

Khong dugc sao ch6p rdi khi gi6y chrimg nhin c6 nhi€u trang ndu khdng dugc su tl6ng i cira C6ng ty TNHH
chudn Eo ludng viQt

This calibration certifrcate shall not be reproduced except in full, without the consent of the Viet



xnr euA Hrpu cuuAN
(Dinh kim gi6y chring nhfn hiQu chu6n sii: DLV.MC.45.f 9)

CALIBRATION RESALTS
(Calibration CertiJicate No: DLV,MC.4 5.19)

TT/Sii Serial
(Serial ltP )

Kh6i luqng

danh nghia
(Nominal value)

(c)

Khdi luqng
quy udc

(Conventional

mass)

8)

DQ khOng

dim bio do

(Uncertainty)

(9)

Sai s6 cho

ph6p l6n nh6t
(*p")

(g)

p chinh

x6c

(Accuracy

class)

(g)

Kh6ng duoc sao chdp rdi khi gidy chung nh6n c6 nhidu trang
chuAn Do ludng vi€t

duoc su d6ng i cia C6ng ty TNHH K! rhudt Ti€u

This calibration certiJicate shsll not be reproduced except in full, trithout the consent of the Viet Metrology Technicql



xnr euA HrEU cnuAN
(Dinh kdm gi6y chfrng nh{n hifu chudn s6: DLV.MC.45.19)

CALIBRATION RESALTS
(Calibration CertiJicate No: DLV.MC.45. 1 9)

TT/56 Serial

(Serial |f )

Kh6i tugng

danh nghia

(Nominal value)

(g)

Kh6i luqng
quy ufc

(Conventional

mass)

(g)

DQ khdng

tlim bio tlo
(Uncertainty)

(9.)

Sai s6 cho

ph6p l6n nh6t

(mpe)

8)

ap

xic
(Accuracy

class)

k)
51. 20000 20000.3 0.22 r1 M1

52. 20000 20000.3 0.22 +1 M1

53. 20000 20000.3 0.22 +1 M1

20000 20000.3 0.22 +1 M1

55. 20000 20000.2 0.22 +1 M1

56. 20000 20000.2 0.22 +l M1

5'7. 20000 20000.2 0.22 +1 M1

58. 20000 20000.2 0.22 +1 M1

59. 20000 20000.2 0.22 +1 M1

60. 20000 20000.2 0.22 +1 M1

61. 20000 20000.1 0.22 +1 Mi
62. 20000 20000.2 0.22 +1 M1

63. 20000 20000.2 0.22 rl M1

64. 20000 20000.2 0.22 +1 M1

65. 20000 20000.2 0.22 +l M1

66. 20000 20000.2 0.22 .r1 M1

67. 20000 20000.0 0.22 +1 M1

68. 20000 20000.2 0.22 r1 M1

69. 20000 20000.0 0.22 +1 M1

70. 20000 20000.3 0.22 +1 M1

7r. 20000 20000.3 0.22 +1 M1

72. 20000 20000.3 0.22 +1 M1

73. 20000 20000.3 0.22 +l M1

74. 20000 20000.2 0.22 +l M1

75, 20000 20000.2 0.22 +1 M1

Kh6ng duqc sao ch6p roi khi gidy chung nhdn c6 nhi6u trang n€u kh6ng dugc sg d6ng ;i., cia C6ng ty TNHH K! thu6t Ti6u
chudn Do ludng viQt
This calibration certifcate shall not be reproduced except in full, without the consent of the Viet Metrclog) Technical
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xnr euA Hrpu cHUAN
(Einh kdm giiy chri'ng nh{n hiQu chuin sii: DLV.MC.45.l9)

CALIBRATION RESALTS
(Calibration CertiJicute No: ELV,MC.4 S.I9)

TT/Sii Serial
(Serial If )

Kh6i tuqng

danh nghia
(Nominal value)

(g)

Kh6i luqng
quy udc

(Conventional

mass)

8)

EQ kh6ng

tlim bio do

(Uncertainty)

8)

Sai s6 cho

ph6p l6n nhAt

(mpe)

(g)

c6p chinh

xdc

(Accuracy

class)

(g)
/o. 20000 20000.2 0.22 +I MI
77. 20000 20000.0 0.22 +l M1
78. 20000 20000.1 0.22 +1 MI
79. 20000 20000.2 0.22 +l M1
80. 20000 20000.2 0.22 +1 M1
81. 20000 20000.1 0.22 +1 M1
82. 20000 20000.1 0.22 +i M1
83. 20000 20000.2 0.22 +1 M1
84. 20000 20000.2 0.22 +1 MI
85. 20000 20000.2 0.22 . r1 M1
86. 20000 20000.2 0.22 +l M1
87. 20000 20000.2 0.22 +1 M1
88. 20000 20000.2 0.22 +1 M1
89. 20000 20000.1 0.22 +1 M1
90. 20000 20000.2 0.22 +l M1
91. 20000 20000.1 0.22 +'l MI\
92. 20000 20000.2 0.22 *1 Ml ,?\
93. 20000 20000.1 0.22 +i Ml 

'/.-94. 20000 20000.2 0.22 *1 M1 ,.,")

95. 20000 20000.2 0.22 +l Ml //

96. 20000 20000.0 0.22 +l M1
91. 20000 20000.1 0.22 +1 M1
98. 20000 20000.2 0.22 +l M1
99. 20000 20000.2 0.22 +1 MI
100. 20000 20000.2 0.22 :!l M1

Kh6ng duoc sao chep rdi khi giay chrmg ntign co
chuen Do ludng viet

trang n€u kh6ng duoc sg d6ng j'cria COng ty TNHH Ki thu4t TiCu

This calibration certifcqte shsll not be reproducetl except in full, without the consent of the l/iet Metrclog) Technicql
s tandar d comp any I im it ed



xnr euA rilDu cuuAN
(Dinh kim giAy chrirng nh{n hiQu chuAn s6: DLV.MC.45.19)

CALIBRATION RESULTS
(Calibration Certificate No : DLV, MC, 4 5, I 9)

* EQ. khdng ddm b6o eto U ttu-o. c tinh vdi d0 tin cA,yP :95.5% (h€ sii phri k :2)
* Di6u kiQn mdi trubng:

- Nhiet dO b6t dAu 20"C K6t thfc: 21"C
- D0 6m 65%RH

* K6t lufln: d4t y6u cAu kl thu{t tlo ludng

Ngd Thinh Scrn

dugc sao chdp rdi khi giAy chung nh$n c6 trang n€u kh6ng dugc sg tl6ng 1i cria C6ng ty TNHH Ky thuAt TiCu

chudn Do ludng vi€t
This calibration certifcate shall not be reproduced except in full, wilhoul the consent of the Viet Metrologt Technical


