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Kidnlt'ype:

Co sti sin xr6tlManltfacturer: NhQt Ban

D{c trnng k! thuQtlTechnical characteristic

Max = 6200 C

Gi6 tr! dQ chialclivision'.d: 0'01 g

Plru'o'ng ph:lp thqc hiQnlThe tnethod used:

ChuAn tluqc sfi dqnglstandard ttsed:

s6N'):MC.424.19N

TOn phuong tiQn dolMeasuring instrumcnt: C0n k! thu{t/technical balance

GIAY CHUNG NHAN TIIEU cHUAN
CALIBRATION CERTI FICATE

DJ-620OTw 56lSertal No:

lliatli6mhiQuchuAn/Calibrationplace':KhulWDiQnBiOnPhu'P'25'Q'BinhThanh'TPHCIM

Cdng ty c6 phdn kiem dinh vd do lrrlng chlt]yqtq.9:" I":'
Co s6'sri' dgng/uscr: SO l:16S rrA" Vinh KiCt' KV I' P'An Binh' Q'Ninh Ki6u' T'Cin

Tho'. ViOt l{ant

I(6t quii/Resutts, Xem trang satlsee 
'ext 

pages

Tcm triQu chtiln s6lcotiu'atiot: stdmp No: 18438

"a'-"ni "*tt 
hiQu chu6n t6'lJRecommentlatiott of recalibration dtre: 29-02-20

..1

l/, Truo'ngphong thi nghiQm I-IA Ngi' Ngdy 23 thdng 2 rrdm 2019

'(Head of ccrtibration laboratoty) Qlf-"-f:*:)GIA}I DOC

1t2

1522466'701

Min= 2 g

l6p chinh xiclctas,2

M lvlij.01 08

ChuAn da lien k6t vdi chuAn qu6c gia

F1 Standards v'ere troceable to the Notioncl

Stctndard SYstenr

irector

Khdng <fugc sao chip roi khi gril ch'ng nhdn hiQu chudn co nhidu trang niiu kh6ng duqc qr d6ng j biing vin ban
cua Tnng t6m H6 tro phAt rrr€n Doanh nghrQp Vira rd Nho t lSVEOfit1
(This calibmtion certificate shall not t'e reproduced except in firll, \lithour vrinen apFoval of SMEDEC 1 Cenfe)



xm gtrA srEu cnuAn
CALIBRATION RESULTS

thu0t/tcchnical balancc

2-Sai sO do tii t6c dgng lQch tffm/eror by eccentric loading, off-center.ing error.

'liilloqd 3000 g
Vi tril

Do.t it io n
I I-]""nr",.

2999,9900

2 3000,0000 0,0100

3 2999,9900 0,0000

4 2999,9300 -0,01 00

5 2999,9900 0,0000

IAIecc],,,u" 0,0100

3, DQ IQch chulnlstd det,:

S: 0,005 g

*D6kh6ngtl6nrbaododuoctinhvoi hesdphirk=2,ungv6i dQtin cQy95%Itheuncertainry of
nteq.\Ltremenrs is calculated u'ith coverage cofficient k: 2, at a cotrfdence level 95o.4
.Lh ; t ,^'uleu KIen mot truong /.nvironntental cottditiotts..

nft ddulbegin; 19,5 oC DO
Nhi6t dOi ilmt s9 %R.HTenperature K6t thiclena: 19,6 "C ReLHum

Ngu.di higu chu6n
Colibroted

lugng da nh
Notninal tveigltt

(s)

Gi6 tri dgc/lteading value
(9.)

Sais6/arror (g) EQ KDBD/ L/ncerta

of nreasurentent (g)

2499,99

4500,00

6?_00.00

Kdm theo gi6v chung nhin hiQu chudn s6 (attached to the certificate N"): 
so(N.):vc.+z+.1gN
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GIAY CHUNG NHAN I{IEU CHUAN
CALIBRATION CERTIFICATE

S6(N'):MC.642.19N

TOn phuong tiQn dolMeasuring instnllnent: CAn kt thuAt/technical balance

Ki6ulrype; HRB-20001 SSlSeriat No: s719022301

Co so sAn \u6U ,4antlfLdurer. Trurtg Quoc

'D irc trun g k! thu$tl f e c h n i c al c h a r a c t er is t i c :

Max: 20000 g Min= 2 C

g :dp chinh xdc/c/as,2Gi6 tri d6 chialdivision:d: 0,1

Dia tli6m hi6u chuAn/Calibration place'. Khu 1W Di6n Bi€n Phir, P.25, Q.Binh Thanh, TI-,.FICM

.r. ,l .i i. ' 'A 'Cdng ty co phSn ki6m dinh vd ilo ltrortg chdt Juong Cdn 1ho
s6 13/68 Trdn Vinh Kict, KV l, P.An Binh, Q.Ninh Ki6u, T.can

^, ^ '^,.^ '; 
!

L hrran da llen ket vol cnuan quoc glll

Uil xudt ngiry hiQu chuiln t6il necornmendatir.tn of rccalibrutiott dtrc: 29-02-20

Co sO sri' cl4ng/user:

Phuong ph:ip thltc hiQnlThe method usetl:

Chuin tlugc st dgnglstandard used:

..^,I\.ct qu I/ l(csurts:

Tem hiQu chtin sdlcutit ration stam1, l''lu'

Tho, ViQt Nam

N4.MU.O1.08

f/ Tru6'ng phdng thi nghiQm
(Head of calibration laboratorY)

Fl Standtrrds were traceable tct the Nclionql
Stondurd Systent

Xetn ti:ang sau/Scc next poge.s

112'79

He NQi, Ngdy 25 thdng 2 ndnt 2019

f,n*, ?rr:U2

LO Danh [Iuv

Khong duoc sao chdo roi khi crir ch'ng nh6n hi0u chudn co nhidu trang n6u r'h6ng dugc srr d6ng ! bang vtu ban
cua Tmng lim Hd ro phriL trijn boanh 

-nghiep 
Vua vri Nho I (SMEDEdI )

(This calib.ation certificate sharr not be reproduccd excepr in f'll, withour *-.itten approval of sMEDIrc l cents€)



xer euA Ht[u cuuAll
CALIBRATION RESULTS

th uAt/technical balanct

Gir{ tni dociitcrdins raltrc
(9.)

2-Sai s6 rlo t6i tric dqng lQch tAm/error by eccentric loading, off-centerittg error

"l'hilloarj 10000 g

Vi tril
Dos ilion

I l-[.",,r.,

I 9999,9
1 9999,9 0,0

3 10000,0 0,1

4 9999,9 0,0

5 10000,0 0,1

IAlecc]n.u* 0,1

3, EQ lQch eltuhnlstd dev:

S= 0,05 g

* DQ khdng dirm b6o rlo rltrgc tinh v6i hQ s6 phir k: 2, ring v6i dQ tin c1,y 95% I the uncertainqt

nteasurenents is calculated wilh coverage cofficient k = 2, at a confdence level 95al
*Di6u kiQn rn6i tntdng lenvircntnental conclitions'.

Bit dAull4in; 20.5 'C I)0
Nhiqt d0/ imt

--i..,,, ^^^c^TatI)croture KCt tltuc/errd: lU.U t. Ill.llt'n
61,5 %R,H

Ngu'di hiQu chuAn
Calibrated by

DQ KDBEI Uncerto

of meosurentent (g)
Ho'rPo PHIr

ooh{li He

1 2C00,1

17999,9

Kdm theo gi6y chung nhin hiOu chuAn s6 (attached to the certificate N"): S6N"):MC.642.19N


