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cONG ry rNHH KV rHUAT Trnu cHUAN Do LUoNG vrET (DK4ls)
VIET METROLOCY TECHNICAL STANDARDS COMPANY LIMITED'll u so chinh: so zo. xgecl l , Ngd 143. Duong xuan phuong. p phuong ( anh. e. Nam Tir Liim. Tp Hd Ni'

Di6n thoai: 0917333000 \Vebsitc: Doluongr icr.uom. \ n

GIAY CHT/NG NHAN HIEU CHUAN
CALI B RATI ON CE RTI F I CATE

S6(No):DLV.MC.55.19
TOn phutrng tiQn do/Measuring instrument: C6n so sdnh

^!SO/Serial No:
Ki6u/rype: sJ 6200CE 1622468916
Co s0 sin xt6t/ Manu|acturer: Shinko Denshi

Eic trnng k! thu$t/Technical characteristic:

6200 t'

0.01 s

Eia tli6m hiQu chuAn/Ca tibration ptace: +ffi:Iilfiildn 
Thucrng, Phudng 25, Q.Binh rhanh,

Ctr sO su dqng/User;

C6ng ty C6 phdn Ki0m dinh Do ludng Ch6t luqng Binh Thuin

Qu6c l0 1A, Th6n Th6ng Lqi, Xd Hdm Th6ng, huyQn Hdm.rhu4n
Bic, tinh Binh Thufn

Phuong ph6p thtyc hiQnlThe nethod used:

Chudn du-oc stt dttrnglstandard used:

K6t qufr/Results:

Tem hiQu chu n s6/catibration stamp No:

od xudt ngiy hiQu cht n tfii/ Recommendation of recaribrarion due: 31/07/2020
Tru&ng phdng thi nghiQm

(Head of calibration laboratory)
He N6i, Ngdy 22 thingT ndm2019

Ng6 Thdnh Scrn

PHAM THI HAI

Max:
Gi6 tri itQ chia/division:d =

M.MU.02.08

_ ChuAn d6 li€n ktlt voi chuAn qu6c gia
Fl Stundards were traceable to the Nationil

Standard System

Xem trang savlsee next pages

DK415-150022

m^';/ _r!
>{ . KYI

, *\llfucllulw
c6ne rx^l

INHH V I

KV rHuAr
rfu or|JAt{ 00

Trang 112

(No ofpages)
Kh6ng duoc sao chdp rdi khi giAy chimg nhdn c6 ntridu trang niiu khdng duoc su tt6ng ! cira c6ng Ty TNHH
K! Thudt Ti€u Chu6n Do Luong Vi€t.
This calibration certifcate shall not be reproduced etcept infull, tithout the consent of the Wet Mentlog,,
Technical standard comDanr I imited.



KEr euA NHAN Hrpu cnuAx
CALIBRATION RESULTS

l. D0 l{p lqi/Repeatability

2. HO s6

0.010

TT -us2 - 0.004

IT .: 0.026

* DQ khdng dAm bio Clo dugc tinh voi hQ s6 phi k = 2, ung v6i dQ tin ciy 95o/o I the uncertainty of
measuremenls is calculated with coverage cofficient k = 2, at a confidence level 950%

*Didu kiQn mdi trudng lenvironmental conditions'.

Mr?c cAr/Load, g
D0 lech chuan/standard dlvlatlon,

1000 0.004

2000 0.006

5000 0.002

Muc cdnll-oad, g H€ so nhay
1000 1.0000
2000 1.0000

5000 1.0010
g6c/Eccentricity error Alecclmax 0.013, EQ lQch 96c/Eccentricity error

4.EQ khdng tlim b:io tlo/Uncertainty

Nhiet d0/
Temperature

Fiit dAtluegin:

K6t thtrclena:

0.0 oC DQ Aml
Rel.Humt

0.0 
oC 

niry:

(me)

(me)

(mg)

O %R.H

Nguoi hiQu chuAn

Ng6 Thirnh Son

Kdm theo gi6y chung nh4n hi€u chuAn sd (Attached to the certi/icate N'):
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DK415

coNG HoA xA Hot cnu NGHia vtsr llnr
DQc lip - Tg do - H4nh phric
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C6NG TY TNHH KV THUAT TIt'U CHUAN Do LUoNG VIET (DK4I5)
VIET METITOLOGY TECI{NICAL STANDARDS COMPANY LIMITED-llu 

so chinh: so zo. Ngrict I, Ngti I43. Dudng Xurirr Phuong. p phurrng canh. e. Narn Tu Li€rr. Tp. Hh Ndi
Didnthoai:0917333000 Websitc:l)oluoncricr.uoln.\n

GIAY CHI.ING NHAN HIEU CHUAN
CALIBRATION CERTI FICATE

S6(No):DLV.MC.54.t9
TGn phuong tiQn dolMeasurrng mstrument: C6n so sdnh

SSlSeriat No:
Ki6u/Type:

Ctr sO sin xuAt/Manufacturer: N/A
Eic trnng k! thu$t/Techntcal characteristic:

Max = 22000

TPS2OMTB

Gi6 tri itQ chialdivision..d: 0.1

Ela tli6m hiQu chu6n/Ca libration place :

Co sfr sft dgng/User:

Phucrng ph6p thpc hiQn/The method used:

Chu6n tluqc sit dgnglstandard used:

g

4Al55 Nguy6n Vdn Thuong, phudng 25, e.Binh Thanh,
-^ --l ^Ip.H6 Chi Minh

C6ng ty C6 phAn KiOm dinh Do ludng Ch6t luqng Binh ThuAn

Qu6c lQ 1A, Thdn Thing Lqi, Xd Hdm Thfng, huyQn Hdm Thufln
Bic, tinh Binh Thu0n

M.MU.02.08

ChuAn da li€n ktit vdi churin qu6c gia
F1 Stundards were traceable to the Nationit

s719071601

Standard System
K6t qui/Results: Xem trang sau/ See next pages
Tem hiQu chuln s6/CatrOrotion stamp No: EK415_150023
DG xuAt ngiy hiQu chtAn t6i/ Recommendation of recaribration due: 3l/0712020

TRTIdNGPHdNG
(Head of Department)

Hd NQi, Ngdy 7 th6ng 22 nFm20t9

Pham Thi Hii

Ng6 Thinh Son

ffi
Ki rHofrr

IttU CttUfronlt

Trang ll2'.
1No of pages)

Khdng duoc sao ch6p rdi khi gi6y chimg nh6n c6 nhiAu trang n6u kh6ng rluoc su d6ng f cia C6ng Ty TNHH
^,i--..Ki Thuat Tieu Chuin Do Luong Viet.

This calibrqtion certifcate shall not be reproduced except infull, without the consent of the llet Metolog;
Technical standard comDanv limited



KEr euA NHAN ngu cnuAN
CALIBRATION RESULTS

l. EQ l{p l4i/Repeatability

2. HQ s6

3, DQ lQch g6c/Eccentricity error

4.DQ kh6ng tlim bio rlo/Uncertainty

B&t dd:ultrgin:

Kdtthiclena:

IAIecc]max 0.1 (e)

TTus20 - 0.00007

I]us10 - 0.0004

0.0 
oC DQ 6m/

Rel.Humi
0.0 

oC 
niry:

G)

(e)

Mfc cAnll-oad, g
Dd l6ch chudr/Standard diviation,

o
10000 0.08

20000 0.03

* DQ kh6ng dAm b6o do dugc tinh voi hQ s6 phu k = 2, rmg v6i dQ tin cdy 95% I the uncertainty of
measurements is calculated with coverage coefjicient k = 2, at a confidence level95o%
*Didu kiQn m6i trudng lenvironmental con(litions :

Nhiot d0/
Temperature

O %R.H

Nguiri hiQu chuin

NgO Thinh Son

Kdm theo gi6y chung nh{n hi€u chu6n s6 (Atached to the certificate N'):


